Validation of the FluoroType® MRSA assay for the rapid identification of methicillin-resistant Staphylococcus aureus directly from patient material.
We performed the first evaluation study of the new HyBeacon based FluoroType(®) MRSA assay for the detection of MRSA directly from 617 patient specimens. Using culture as the reference method sensitivity and specificity were higher than 95%. Results were available within 2.5h, including DNA extraction.